

2. The simulator can produce any physiological wave- 
form, normal or abnormal, from a disc patterned 
after an actual sample waveform produced by a 
human or animal. The simulator is not restricted to 
biomedical use, but will reproduce any complex 
waveform that has a periodic function, provided 
the cyclic frequency of the waveform does not ex- 
ceed the speed of the drive motor. 


3. Inquiries concerning this innovation may be 
directed to: 

Technology Utilization Officer 
Manned Spacecraft Center 
P.O. Box 1537 
Houston, Texas, 77001 
Reference: B64-10109 

Patent status: NASA encourages commercial use 
of this innovation. No patent action is contemplated. 

Source: David M. Hickman 
(MSC-51) 
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